[Electrogustometry. Presentation of a new electrogustometer].
A new electrogustometer containing variations dictated by clinical practice is presented. Technical innovations are presented and discussed together with application of the technique in the study and prognostic assessment of peripheral paralysis of the facial nerve. Some results obtained in clinical practice in the same pathology with different aetiology are discussed.